We developed a high power supercontinuum source at a center wavelength of 1.7 μm to demonstrate highly penetrative ultrahighresolution optical coherence tomography (UHR-OCT). A single-wall carbon nanotube dispersed in polyimide film was used as a transparent saturable absorber in the cavity configuration and a high-repetition-rate ultrashort-pulse fiber laser was realized. The developed SC source had an output power of 60 mW, a bandwidth of 242 nm full-width at half maximum, and a repetition rate of 110 MHz. The average power and repetition rate were approximately twice as large as those of our previous SC source [20] . Using the developed SC source, UHR-OCT imaging was demonstrated. A sensitivity of 105 dB and an axial resolution of 3.2 μm in biological tissue were achieved. We compared the UHR-OCT images of some biological tissue samples measured with the developed SC source, the previous one, and one operating in the 1.3 μm wavelength region. We confirmed that the developed SC source had improved sensitivity and penetration depth for low-water-absorption samples. tomographic imaging of human tissue at 1.55 μm and 1.81 μm using Er-and Tm-doped fiber sources," J.
Introduction
Optical coherence tomography (OCT) is a non-invasive optical imaging technique used for micrometer-scale cross-sectional imaging of biological tissue and materials [1] [2] [3] . It is an essential imaging technique in ophthalmology, and has also been studied recently in various other clinical, industrial, and research applications [4] [5] [6] [7] [8] [9] [10] [11] . For such applications, it is necessary to increase both the penetration depth and resolution. An axial resolution of less than 5 μm can be achieved by using a broad spectral light source such as superluminescent diodes (SLDs), ultrashort pulse solid state lasers, and supercontinuum (SC) sources. However, the average output power of SLDs is limited to a few tens of mW, and the spectral shape is not ideal and it needs shaping to achieve the ideal interference signal. For the ultrashort pulse solid state lasers, the environmental stability is weak. The optical spectrum cannot be controlled and the available wavelength is limited by the laser source. For the SC sources, we can demonstrate high power, wideband light source at various wavelength regions.
The penetration depth of OCT is fundamentally limited by the attenuation of ballistic light propagation via scattering and absorption. Besides the scattering and absorption losses, the phenomenon of multiple scattering also makes it difficult to achieve meaningful structural information at deeper penetration depths [12] . Because the optical properties of tissue have a strong dependence on wavelength, it is necessary to choose the proper wavelength to achieve a large penetration depth. A clear improvement in penetration depth was demonstrated by using a wavelength of 1.3 μm versus 0.8 μm [7, [13] [14] [15] [16] . OCT systems operating at 1.55 μm and 1.8 μm have shown comparable penetration depths to that of 1.3 μm systems [17, 18] . Recently, OCT systems operating in long-wavelength regions at 1.7 μm and at 1.3 μm were compared for imaging skin, 10% intralipid solution, and rubber [19] . Ishida et al. demonstrated highly penetrative UHR-OCT imaging for the first time by using a fiber-based Gaussian-like SC at a center wavelength of 1.7 μm and confirmed the wavelength dependence of the imaging contrast and penetration depth in the 0.8-1.7 μm wavelength region [20] [21] [22] . Increased penetration depth was achieved due to lower scattering in tissue at longer wavelengths. In OCT, the sensitivity is proportional to the signal power. Thus, for highly sensitive measurement, it is important to increase the average power of the SC. In those systems, however, the power of the SC in the 1.7 μm wavelength region was inhibited by large nonlinear effects in fibers. As a result, both the sensitivity and the penetration depth of OCT were limited by the allowable power of the SC. In order to perform OCT imaging with higher sensitivity and deeper penetration, it is important to increase the output power of the SC source in the 1.7 μm wavelength region. Moreover, especially in clinical applications, the optical sources must have very high robustness against disturbances, as well as both short-and long-term stability. Therefore, an almost entirely all-fiber configuration is desirable for the SC source.
In this study, we developed a high-power SC source to demonstrate highly penetrative UHR-OCT in the 1.7 μm wavelength region. We constructed a high-power SC source with a center wavelength of 1.7 μm based on a high-repetition-rate ultrashort-pulse fiber laser using single-wall carbon nanotubes (SWNTs) [23, 24] . We compared the imaging contrast and penetration depth of UHR-OCT images obtained using the SC source developed in the present study, a previously developed one, and an SC source operating in the 1.3 μm wavelength region. The developed high-power system showed improved imaging contrast and penetration depth.
Experimental setup

High-power supercontinuum source operating in 1.7 μm wavelength region
We constructed a high-power SC source operating in the 1.7 μm wavelength region. For the seed pulse of the SC, we built a high-repetition-rate mode-locked ultrashort-pulse fiber laser using SWNTs. Figure 1 shows a schematic diagram. The fiber laser was composed of fiberbased components and a polyimide film in which SWNTs were dispersed [23, 24] . We used SWNTs synthesized with the high-pressure CO (HiPco) method. The linear absorption coefficient of the SWNTs was 40% and the modulation depth was 10%. The polyimide film was easily inserted between a pair of FC/APC fiber connectors, so that there was no need for a spatial optical alignment system. A high-concentration Er-doped fiber (EDF) exhibiting anomalous-dispersion properties (LIEKKI, Er80-8/125) was used as a gain medium. The total cavity length of the fiber laser was shortened to about 1.8 m, and a high repetition rate of 110 MHz was achieved. This was approximately twice as high as that of our previous SC source with a 47 MHz repetition rate [20] . Figure 2(a) shows the output power as a function of the pump power. As the pump power was increased, the output power increased linearly, and the oscillation mode shifted from cw lasing to self-Q switching, and then to single-pulse soliton mode-locking operation. The maximum output power was about 40 mW, which, to our knowledge, is the highest reported average power for single-pulse soliton mode-locking operation in SWNT fiber lasers. Figure  2 (b) shows the spectral and temporal widths, full-width at half-maximum (FWHM), as a function of the pump power. As the pump power was increased, the spectral width increased and the temporal width decreased monotonically. Figure 3 shows the optical characteristics of the output ultrashort pulse when the pump power was 210 mW. As shown in Fig. 3(a) , the maximum spectral width was 18 nm FWHM. The observed temporal width of the autocorrelation trace was 265 fs, and the corresponding temporal width was 171 fs under the assumption of a sech 2 pulse shape. From numerical analysis of the pulse dynamics inside the cavity, we confirmed that, owing to the soliton compression, the pulse width obtained at the output of the fiber laser was almost the shortest one which can be obtained in this laser. Next, we examined the RF noise of the fiber laser. Figure 4 (a) shows the result of singlesideband measurement, which is generally used for amplitude noise measurement of modelocked laser sources. There was no large intensity noise component. Figure 4 (b) shows the observed RF spectra of the output pulse train. We used a 30 dB neutral density (ND) filter to avoid saturation of the RF spectrum analyzer. The black line shows the RF spectrum of the output pulse train, and the red line shows the detection system noise measured without a signal. Equally spanned, clean RF spectra were observed. These results indicated stable mode-locking operation, and we confirmed that the developed high-repetition-rate fiber laser had low noise. Figure 5 shows the scheme of the developed high-power SC source in the 1.7 μm wavelength region based on the SWNT fiber laser. The Er-doped fiber amplifier system (EDFA) consisted of a high-Er-concentration EDF with normal-dispersion properties (LIEKKI, Er110-4/125) pumped by three high power laser diodes operating at 1480 nm (Furukawa Electric Co., Ltd.,). The output of the SWNT fiber laser was passed through a variable attenuator, which was constructed of two half-wave plates, a quarter-wave plate, and a polarization beam splitter, in order to avoid pulse breaking in the EDFA. After the EDFA, the amplified pulse was coupled into a polarization maintaining fiber (PMF). In the PMF, the amplified pulse was broken up into two pulses, and a new optical pulse was generated at the longer wavelength side of the amplified pulse due to Raman scattering. In the pulse propagation, the generated pulse formed the fundamental soliton pulse due to the interaction between group-velocity dispersion and self-phase modulation (SPM). Owing to the intrapulse Raman scattering, the shorter wavelength components were converted into longer wavelength ones, and the center wavelength of the soliton pulse was shifted toward the longer wavelength side [25, 26] . Accordingly, a Raman soliton pulse was generated in the 1.7 μm wavelength region. The average output power and the pulse energy of the Raman soliton pulse were about 120 mW and 1.09 nJ, respectively. The center wavelength and the spectral width were 1671 nm and 21.4 nm, respectively. Based on the time-bandwidth product of a transform-limited sech 2 pulse, the temporal width of the Raman soliton pulse was estimated to be about 137 fs, and therefore, the peak power of the Raman soliton pulse was estimated to be 8.0 kW. This was slightly low compared with that of the previous one [20] . After eliminating residual components in the shorter wavelength region by using a low pass filter, the Raman soliton pulse was coupled into the prototype model of a highly nonlinear fiber (HNLF) with normal dispersion [27] . The dispersion parameters β 2 and β 3 of this HNLF were 6.37 ps 2 km −1 and −0.0057 ps 3 km −1 at a wavelength of 1.56 μm, respectively, and the magnitudes of β 2 and β 3 were small in the 1.3-1.8 μm spectral region. The nonlinear coefficient was 23 W −1 km −1 at 1.56 μm. In this HNLF, SPM was induced by the Raman soliton pulse. Owing to the effects of SPM, the normal dispersion properties, and the ideal sech 2 shape of the soliton pulse, a high-power and smoothly broadened SC was generated at a center wavelength of 1.7 μm [27] . The maximum output power of the developed SC was 60 mW, which was twice as large as that of the previous one [20] . . Optical spectra of (a) the Raman soliton pulse and (b) the high power SC (black line, light source; red one, in front of detector; orange one, in front of detector (enlarged).). Figure 6 shows the obtained optical spectra of the Raman soliton pulse and the generated SC. The spectral width of the generated SC was 242 nm FWHM, and the corresponding theoretical axial resolution was 5.3 μm in air. Using the high-repetition-rate SWNT fiber laser, excessive nonlinear effects were suppressed, allowing a Gaussian-shaped SC to be generated.
Typically, the commercially available SC source is generated with nsec-psec pulses and the dispersion shifted highly nonlinear fibers. However, the noise level of those SC is generally higher than that of SLD by 20-30 dB. On the other hand, using the fs ultrashort pulse and normal dispersion highly nonlinear fiber, a Gaussian-like shaped, wideband SC with low-noise property can be realized [27] .
This system consisted almost entirely of all-fiber components and can fit inside a shoe box. The developed SC source showed good long-term stability for 24 hours. The spectral noise was negligibly small during the imaging. Therefore, this light source can be used as a compact, stable, and practical wideband source for OCT. At this stage, since the line scan camera which covers the longer wavelength region was not available, it was difficult to demonstrate spectral domain OCT. So we constructed a timedomain OCT (TD-OCT) system. As illustrated in Fig. 7 , the system was based on a Michelson interferometer composed of three broadband fiber couplers. We employed three optical fiber couplers to use the balanced detection system. The optical path length of the reference beam was scanned using a corner cube prism mounted on a galvanometer. The Aline scan rate was 100 Hz which is determined by the scanning speed of the corner cube prism, and the B-scan rate was about 0.14 Hz. The signal beam was spatially scanned using an X-Y galvanometer-based scanning probe, and automated imaging was performed. For highly sensitive measurement, we used an InGaAs detector with extended wideband characteristics in the 1.2-2.6 μm wavelength region (Thorlabs, PDA10D). A balanced detection configuration with two extended InGaAs detectors was used to cancel out the average noise. In addition, optical glasses were employed to compensate for the difference in chromatic dispersion between the reference and sample arms, and polarization controllers matched the polarization state of light in the two arms in order to achieve ultrahigh-resolution imaging. For the measurement of the interference signal, a mirror was used in the sample arm. In order to avoid saturation, a 20 dB ND filter was inserted in the sample arm (not shown in Fig. 7) , so that the interference signal was attenuated by 40 dB in total. Figure 8(a) shows the interference signal measured by the UHR-OCT system with the developed SC source. The side lobe level was very low owing to the Gaussian-shaped spectrum. The axial resolution was 4.4 μm in air, corresponding to 3.2 μm in biological tissue with a refractive index of 1.38. It's interesting to note that the observed axial resolution was higher than that of the theoretical axial resolution estimated from the light source. It was experimentally confirmed that the FWHM bandwidth of the optical spectra in front of the detector was increased by the spectral shaping caused by the wavelength dependence in the fiber couplers, as shown in Fig. 6(b) . Figure 8(b) shows the logarithmically demodulated signal observed with the ND filter. The system sensitivity was 105 dB. This was 10 dB larger than that of the previous SC source [20] . With the use of broadband optical circulators a higher sensitivity may be achieved. The lateral resolution of the sample surface was about 33 μm. The confocal parameter was 1.01 mm (twice the Rayleigh range in air). 
UHR-OCT system
Characteristics of UHR-OCT systems
We compared the developed SC source, a previous one operating in the 1.7 μm wavelength region, and an SC source operating in the 1.3 μm wavelength region. The latter two were based on a fiber laser with a repetition rate of 50 MHz and an EDFA system. The configurations of these systems were described in detail in Refs. 20 and 21. The specifications of each UHR-OCT system are shown in Table 1 . Although the incident power was different depending on the OCT system, the same sensitivity was achieved for the OCT system with the developed SC source at 1.7 μm wavelength and that with the SC source at 1.3 μm wavelength. In the experiment, the optical power incident on the sample surface was about 7 mW, which was below the ANSI damage threshold for skin tissue of 9.6 mW in 1.5-1.8 μm wavelength region. 
Observed samples
We imaged several biological samples with the three UHR-OCT systems mentioned above. The tested samples were a human baby tooth, a human nail, and a pig thyroid gland. A human baby tooth has an enamel layer and a dentine layer. The enamel layer contains about 4% water, and the dentine layer contains about 10% water. We chose a human baby tooth as a sample with low water absorption. A human nail mainly consists of the epidermis, dermis, nail plate, and nail bed. The epidermis and dermis contain about 58% water, and the nail plate and nail bed contain about 15%. We chose a human nail as a sample that has both high and low water absorption properties. A pig thyroid gland was chosen as a conventional biological sample with high water-absorption and highly scattering property. Figure 9(a) shows a photograph of the measured human baby tooth. In Fig. 9(a) , the red arrow represents the B-scan line. Figures 9(b)-9(d) show UHR-OCT images of the human baby tooth with the developed SC source operating in the 1.7 μm wavelength region, the previously developed one, and one operating in the 1.3 μm wavelength region, respectively. The same gray scale was used in the three images. The enamel-dentine junction can be seen in all the images. Although artifacts of the tooth surface were observed at the bottom of the images in Fig. 9 (c) and 9(d), it was not observed in Fig. 9 (b) owing to the small sidelobe level in the interference signal for the developed SC. For quantitative analysis, we averaged 90 A-line scans from the images; the results are plotted in Figs. 9(e)-9(g). From Fig. 9 (e), the highest backscattering signal was observed among the three signals. This indicates that we can perform highly sensitive UHR-OCT imaging using the developed SC source. For quantitative analysis of the penetration performance, we defined the penetration depth as the length from the top of the sample to the depth where the backscattered signal could not be distinguished from the system noise. In Figs. 9(e)-9(g), the separation between the two red dotted lines corresponds to the penetration depth. The penetration depths were 1.4 mm, 1.2 mm, and 0.8 mm, respectively. This result indicates that a significant increase in the penetration depth was achieved with the developed SC source for the low-water-absorption samples. Figure 10(a) shows a photograph of the measured human nail. In Fig. 10(a) , the red arrow represents the B-scan line. The same gray scale was used in the three images. We can clearly observe the biological tissues such as the epidermis, dermis, nail plate, and nail bed. The image contrast was improved by using the developed SC source. The penetration depths were 1.6 mm, 1.5 mm, and 1.3 mm, respectively. Using the developed SC source, we confirmed that the penetration depth was improved for the low-water-absorption samples. The penetration depths were 1.9 mm, 1.5 mm, and 1.9 mm, respectively. Owing to the water absorption, a clear improvement in penetration was not confirmed by using the developed SC source compared with the SC source operating in the 1.3 μm wavelength region. However, an improvement in sensitivity was confirmed owing to the higher average power of the SC. Compared with the previous SC source operating in the 1.7 μm wavelength region, both the sensitivity and the penetration depth were improved by using the developed SC source. Figures 12(a) and 12(b) show en-face images of the thyroid gland at the same depth of 0.58 mm from the surface, obtained with the developed SC source and the previously developed one. The same gray scale was used in both en-face images. The image contrast obtained with the developed SC source was much higher than that obtained with the previous one. This result shows that the developed SC source allows us to perform highly penetrative UHR-OCT. Figure 12 (c) shows a reconstructed 3D image of the pig thyroid gland obtained with the developed SC source. In the 3D image shown in Media 1, the three-dimensional structure of a follicle was observed clearly by using the developed SC source. 
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Conclusion
We have developed a high-power supercontinuum (SC) source operating in the 1.7 μm wavelength region to demonstrate highly penetrative ultrahigh-resolution optical coherence tomography (UHR-OCT). Using a polyimide film containing dispersed single-wall carbon nanotubes, we constructed a soliton mode-locked fiber laser with a high repetition rate of 110 MHz. Based on this fiber laser, we built a high-power SC source operating in the 1.7 μm wavelength region with a maximum output power of 60 mW. The developed light source consisted almost entirely of all-fiber devices, and it can be used as a compact, stable, and practical light source. By using the developed SC source, a sensitivity of 105 dB was achieved in the UHR-OCT system, which was 10 dB higher than that of the previous one. The further improvement of sensitivity is expected by increasing the output power of SC source. An axial resolution of 3.2 μm was achieved in biological tissue with the developed SC source. We compared UHR-OCT images of some biological tissue samples, measured with the developed SC source, a previously developed one, and a SC source operating in the 1.3 μm wavelength region. By using the developed SC source, we were able to perform highly sensitive and penetrative UHR-OCT imaging of low-water-absorption samples.
